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Date: - 04
th

 January, 2018 

Corrigendum  
 

For 
 

Tender for  
 

Neuro OT Table for the  

Department of Neurosurgery 

    
NIT Issue Date : 06

th
 November, 2017 

NIT No. : Admn/Tender/228/2017-AIIMS.JDH 

Pre-Bid Meeting : 17
th  

November, 2017 at 03:30 PM 

Earlier Last Date of Submission : 10
th

 January, 2018 at 03:00 PM 

Extended Last Date of Submission : 18
th

 January, 2018 at 03:00 PM 

Bid opening  : 19
th 

January, 2018 at 03:15 P.M 
 

The following revised and additional specification will be added:- 
 

1. Page No. 02, Chapter-I:  

For  

S.No Item Description Qty EMD (Rs.) 

1 Neuro OT Table  1  80,000 

Read  

S.No Item Description Qty EMD (Rs.) 

1 Neuro OT Table  1  1,50,000 

 

2. Page No. 10, Point No. iii, Bullet No. 02: 

For  
Lateral tilt minimum 20 degrees 

Read 

Right and Left Lateral Tilt 20 degrees 

3. Page No. 10, Point No. iii, Bullet No. 03: 

For  
Back section 30-90 degrees 

Read 

Back Section -30 to +90 

4. Page No. 10, Point No. iii, Bullet No. 04: 

For 

Head section 15-90 degrees 
Read 

Head section -15 to +90 degrees 
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5. Page No. 10, Point No. iii, Bullet No. 05: 

For  

Leg section 45-90 degrees  
Read 

Leg section -45 to -90 

6. Page No. 10, Point No. vi: 

For 

Cassette tunnel system for X ray 
Read 

To be deleted 

 

7. Page No. 10, In Accessories, Point No. 1: 

For 

Antistatic mattress 
Read 

Antistatic mattress: 01 

8. Page No. 10, In Accessories,  Point No. 2: 

For 

Head plate 
Read 

Head plate: 01 

9. Page No. 10, In Accessories, Point No. 3: 

For 

Screen frame 

Read 

Screen frame: 01 

 

10. Page No. 10, In Accessories, Point No. 8: 

For 

U shaped headrest with up/down device 

Read 

To be deleted 

 

11. Page No. 10, In Accessories,  Point No. 10: 

For 

Kidney elevator 

Read 

To be deleted 

 

12. Page No. 10, In Accessories, Point No. 13: 

For 

Multipurpose head frame 

Read 

To be deleted 

13. Page No. 10, In Accessories, Point No. 14: 

For 

Table attachment (Adjustable 

Read 

Table attachment (Adjustable) for Sugita Head Frame: 01 

 

14. Page No. 10, In Accessories, Point No. 15: 

For 

Head holder semicircular with multiple adjustable fixation screws Head pin x 6 
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Read 

Head holder semicircular (Sugita Head Frame) With multiple adjustable fixation screws: 01 

Standard Head pin screws: 06 

Adult Head Pin Screws: 06 

Pediatric Head pin screws: 06 

 

15. Page No. 10,  In Accessories, Point No. 16: 

For 

Horse-Shoe (adjustable for pediatric and adult) with Pulley attachment for skeletal (cranial) traction. 

Read 

Horse-Shoe (adjustable) for pediatric (01 in no.) and adult (01 in No.) Total 02 in no. 

 

16. Page No. 10,  In Accessories, Point No. 17: 

For 

Slide adjustor 

Read 

Slide adjustor (to be attached to Sugita head frame) for Snake Retractor: 02 

 

17. Page No. 10, In Accessories, Point No. 19: 

For 

Spring hooks x 8 

Read 

Spring scalp hook retractor: 08 

 

18. Page No. 10-11, In Accessories, After Point No. 27: 

Added Points No. 28 to 33: 

28. Navigation Adaptor: 01 

29. Stools for surgeon  

30. Extra Remote 

31. Wilson Frame Radiolucent 

32. Prone position helmet 

33. Radiolucent Four Point Spinal Frame 

 

19. Page No. 11, Conditions:, Bullet No. 03: 

For 

Equipment should be FDA and CE approved  

Read 

Equipment should be US FDA (or Ministry of Health, Labour and Welfare, Government of Japan 

Certificate) and CE approved. 

 

 

 

 

 


