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Date: - 24th November, 2020 

 

Corrigendum  

for 
 

Flow Cytometer for the Department of Microbiology 

 
NIT Issue Date : 30th September, 2020 

NIT No. : Admn/Tender/36-3/2020-AIIMS.JDH 

Pre-Bid Meeting : 12th October, 2020 at 03:00 PM 

Earlier Last Date of Submission : 26th November, 2020 at 03:00 PM 

Extended Last Date of Submission : 14th December, 2020 at 03:00 PM 

Bid opening  : 15th December, 2020 at 03:15 P.M 

 

The following revised and additional specification will be added: - 
 

1. Page No. 10, Point no. 17, in technical specification: 

For  

Compatible computer system (branded only): PC workstation with at least Core i7 or 

higher, 2 TB hard drive or more, DVD / CD ROM RNV Combo Drive, at least 23 inch 

LCD monitor.  

Read as  

System should be supplied with compatible acquisition computer systems.  

 

2. Page No. 10, Point no. 18, in technical specification:  

For 

The computer system should have latest licensed windows (Professional) software and 

Microsoft office.  

Read as  

An additional analysis computer system (branded only) with the following 

configuration: Core i7 or higher, 2 TB hard drive or more, DVD/CD ROM R/VV 

Combo drive at least 23 inches LCD monitor for offline analysis should be provided. It 

should be capable of connecting to the Flow Cytometer.  

 

3. Page No. 10, Point no. 19, in technical specification:  

For 

An additional computer system with above configuration and softwares for offline 

analysis should be provided. It should be capable of connecting to the flow cytometer.  

Read as  

The computer system should have latest licensed windows (Professional) software and 

Microsoft  

office. 


