Tender

For

Biosafety Cabinet

At

All India Institute of Medical Sciences, Jodhpur

NIT No. : Admin/General/35/2013-AIIMS.JDH.

NIT Issue Date : June 07, 2013.

Last Date of Submission : June 18, 2013 at 3:00 PM.

All India Institute of Medical Sciences, Jodhpur
Basni Phase - II, Jodhpur – 342005, Rajasthan
Telefax: 0291-2740329, email: aoadmin@aiimsjodhpur.edu.in
www.aiimsjodhpur.edu.in
All India Institute of Medical Sciences (AIIMS), Jodhpur, Rajasthan, an apex healthcare institute being established by Parliament of India under aegis of Ministry of Health & Family Welfare, Government of India, invites sealed tenders for supply & installation of the following items at the institute. You are requested to quote your best offer along with the complete details of specifications, terms & conditions.

<table>
<thead>
<tr>
<th>S.No.</th>
<th>Item Description</th>
<th>Quantity</th>
</tr>
</thead>
<tbody>
<tr>
<td>1.</td>
<td>Biosafety Cabinet</td>
<td>1</td>
</tr>
</tbody>
</table>

(Refer Details as per Annexure-‘I’)

Quotation should be sealed and superscribed with tender number and address to:

“Administrative Officer
All India Institute of Medical Sciences, Jodhpur
Basni, Phase-II
Jodhpur-342005, Rajasthan”.

The sealed quotations should reach the Institute, latest by June 18, 2013 at 03:00 PM and it will be opened on same day at 04:45 PM in the Project Cell, Resident Complex, AIIMS, Jodhpur of the Institute in the presence of the bidder(s) or their authorized representative(s), who will present at the scheduled date and time.

**Terms & Conditions:**

1. **Earnest Money Deposit:** The bidder shall be required to submit the Earnest Money Deposit (EMD) for an amount of Rs. 5,000/- (Rupees Five Thousand only) by way of demand drafts only. The demand drafts shall be drawn in favour of “**All India Institute of Medical Sciences, Jodhpur**”. The demand drafts for earnest money deposit must be enclosed in the envelope containing the technical bid.

   The EMD of the successful bidder shall be returned after the successful completion of contract / order and for unsuccessful bidder(s) it would be returned after award of the contract. Bid(s) received without demand drafts of EMD will be rejected.

   The firms who are registered with National Small Industries Corporation (NSIC) / OR Small Scale Industrial (SSI) are exempted to submit the EMD (copy of registration must be provided along with)

2. **Rate:** Rate should be quoted in Indian Rupees (INR) on DOOR Delivery Basis at AIIMS, Jodhpur, Rajasthan, Inclusive of all the Charges, with break-ups as:

   - Basic Cost.
   - VAT /CST as applicable.
   - Total Cost (F.O.R at AIIMS Jodhpur).
3. **Validity:** The quoted rates must be valid for a period for 120 days from the date of closing of the tender. The overall offer for the assignment and bidder(s) quoted price shall remain unchanged during the period of validity. If the bidder quoted the validity shorter than the required period, the same will be treated as unresponsive and it may be rejected.

In case the tenderer withdraws, modifies or change his offer during the validity period, bid is liable to be rejected and the earnest money deposit shall be forfeited without assigning any reason thereof. The tenderer should also be ready to extend the validity, if required, without changing any terms, conditions etc. of their original tender.

4. **Warranty / Guarantee:** Bid must be quoted with two (02) year comprehensive on-site warranty / guarantee and it will be started from the date of the satisfactory installation / commissioning of goods, against the defect of any manufacturing, workmanship and poor quality of the components. Warranty would be followed by 3 year CMC (Comprehensive maintenance contract with spares) @ 4% of the cost of the Biosafety Cabinet with 5% increment every year. Vendor would submit list of Consumables required for running the machine along with its cost.

5. **Delivery & Installation:** All the goods ordered shall be delivered & installed within 2 weeks from the date of issuing purchase order. All the aspects of safe delivery, installation and commissioning shall be the exclusive responsibility of the supplier.

If the supplier fails to delivered, installation and commissioning of the goods on or before the stipulated date, then a penalty at the rate of 2% per week of the total order value shall be levied subject to maximum of 10% of the total order value, Including CMC period.

6. **Performance Security:** The supplier shall require to submit the performance security in the form of irrevocable Bank Guarantee (BG) / or Fixed Deposit Receipt (FDR) issued by any Nationalised Bank for an amount of which is equal to the 10% of the order value and should be kept valid for a period of 30 day beyond completion of all the contractual obligation.

7. **Payment Term:**
   - 90% payment of the total order value shall be released after the successful installation/ commissioning of the ordered goods against the submission of the test report.
   - Balance 10% of the order value shall be released after the submission of the performance security.

8. Bidder shall submit a copy of the tender document and addenda thereto, if any, with each page of this document should be signed and stamped to confirm the acceptance of the entire terms & conditions as mentioned in the tender enquiry document.

9. Signed & stamped compliance sheet of the technical specification of the goods with technical printed literature must be enclosed with the bid.
10. After due evaluation of the bid(s) Institute will award the contract to the lowest evaluated responsive tenderer

11. Conditional bid will be treated as unresponsive and it may be rejected.

12. The Institute reserves the right to accept in part or in full or reject any or more quotation(s) without assigning any reasons or cancel the tendering process and reject all quotations at any time prior to award of contract, without incurring any liability, whatsoever to the affected bidder or bidder(s).

13. Applicable Law:

- The contract shall be governed by the laws and procedures established by Govt. of India, within the framework of applicable legislation and enactment made from time to time concerning such Commercial dealings / processing.

- Any disputes are subject to exclusive jurisdiction of Competent Court and Forum in Jodhpur, Rajasthan, India only.

- The Arbitration shall be held in accordance with the provisions of the Arbitration and Conciliation Act, 1996 and the venue of arbitration shall be at Jodhpur. The decision of the Arbitrator shall be final and binding on both the partied.

- Force Majeure: Any delay due to Force Majeure will not be attributable to the supplier.
### Annexure-I

<table>
<thead>
<tr>
<th>S.No</th>
<th>Item</th>
<th>Specifications</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>Biosafety Cabinet</td>
<td>• Dimensions (cabinet size): 4 to 6 feet, the interior of the cabinet shall be of stainless steel or equivalent material and must be smooth to ensure no risk of cuts to the users.  &lt;br&gt;• Efficiency of HEPA filter should be almost 99%  &lt;br&gt;• The system should be microprocessor based. The microprocessor must display the inflow and down flow air velocities in real time on an LED display to ensure the user knows whether or not the cabinet is working under safe operating conditions.  &lt;br&gt;• Motor must automatically adjust the air flow speed to ensure continuous safe working condition. Air flow shall be as per requirements of Biosafety regulations in respect of at least BSC II A level cabinet.  &lt;br&gt;• The cabinet noise level must be less than 60 decibel.  &lt;br&gt;• Safety alarm / safety display for low air velocity, faulty exhaust fans etc.  &lt;br&gt;• The cabinet must use a pressure sensor to detect pressure drop across the supply filter. The pressure sensor must be encased in order to protect the sensor from temperature, humidity and other environmental phenomena that can impact the sensor’s performance.  &lt;br&gt;• Fluorescent lamps for lighting of the interior of the cabinet. Front of the cabinet preferably be angled to help minimize glare.  &lt;br&gt;• A provision for UV light to disinfect the interior of the cabinet. UV light must be programmable to allow for specific exposure time from 0 to 24 hrs. Automatic UV switch ‘OFF’ / ‘ON’ opening of front window. The front window should be made of laminated safety glass to protect against leakage of UV rays and to ensure containment of potential hazardous material.  &lt;br&gt;• Power input to be 220-240 VAC, 50 Hz fitted with Indian plug.  &lt;br&gt;• CE / ISI certified or equivalent standards of</td>
</tr>
</tbody>
</table>
- Movable stands
- Three year warranty and annual maintenance contract for seven years.
- Calibration certificate shall be provided at the time of installation in respect of all the parameters that require calibration.
- Comprehensive training for lab staff and support services till familiarity with the system.
- Attach original manufacturer’s product catalogue and specification sheet in English.
- List of important spare parts and accessories with their part number and costing to be provided.
**Annexure-II**

Inviting of sealed quotations for supply and installation of Biosafety Cabinet in the Microbiology of AIIMS, Jodhpur

**TECHNICAL BID**

<table>
<thead>
<tr>
<th>Name of Firm/Contractor/Supplier</th>
</tr>
</thead>
<tbody>
<tr>
<td>Complete Address &amp; Telephone No.</td>
</tr>
<tr>
<td>Name of Proprietor/Partner/Managing Director/Director.</td>
</tr>
<tr>
<td>Phone &amp; Mobile No.</td>
</tr>
<tr>
<td>Name and address of service centre nearby Jodhpur.</td>
</tr>
<tr>
<td>Whether the firm is a registered firm Yes/No (attached copy of certificate)</td>
</tr>
<tr>
<td>PAN No. (enclose the attested copy of PAN Card)</td>
</tr>
<tr>
<td>Service Tax No. (enclose the attested copy of Service Tax Certificate)</td>
</tr>
<tr>
<td>VAT No. (enclose the attested copy of VAT Certificate)</td>
</tr>
<tr>
<td>Whether the firm has enclosed the Bank Draft/Pay Order/Banker’s cheque of Rs.5,000/- as Earnest Money Deposit.</td>
</tr>
<tr>
<td>Whether the Firm/Agency has signed each and every page of Tender/NIT</td>
</tr>
<tr>
<td>Please provide full list of consumables.</td>
</tr>
<tr>
<td>Any other information, if necessary</td>
</tr>
</tbody>
</table>

Authorized signatory of the bidder with seal.
Annexure-III

Format for Financial Bid
(To be submitted on the letterhead of the company / firm)

<table>
<thead>
<tr>
<th>S.No</th>
<th>Name of Item</th>
<th>Quantity</th>
<th>Rate</th>
<th>Vat/Taxes</th>
<th>Amount</th>
</tr>
</thead>
<tbody>
<tr>
<td>1.</td>
<td>Biosafety Cabinet</td>
<td>1</td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

Grand Total

1. I/We have gone through the terms & conditions as stipulated in the tender enquiry document and confirm to accept and abide the same.
2. No other charges would be payable by the Institute.

Authorized signatory of the bidder with seal.