Corrigendum-2

Tender

For

Common Surgical Equipments

With reference to Corrigendum dated 17/10/2013 kindly note the following changes in the NIT: Admin/General/227/2013-AIIMS.JDH.

<table>
<thead>
<tr>
<th>S.NO</th>
<th>Item Description</th>
<th>NIT No.</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>O.T Light</td>
<td>Admin/General/227/2013-AIIMS-JDH</td>
</tr>
</tbody>
</table>

Specifications

Annexure B

1. **O.T Light System.**

Page No. 6, Para6:

For

Colour Temperature: 3500-5500 K:

Read

Should have variable colour Temperature: 3500-5500 K.

Revised Read as.

Should have colour Temperature: 3500-5500 K.